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Which solution from the HSQ Kit do I use for injector
carry over testing – FAQ
You should use the L6 solution which is the highest concentration of caffeine, 0.3490 mg/mL. This
solution is the most likely to cause carry over.

Click HERE for HSQ Kit ordering information and pictures.

https://www.mtc-usa.com/product-details/id/4111944/catalog/49101-07

