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Storing the HSQ & PQ Kit test solutions when not in
use – How To
The test solutions should be stored at room temperature 20-25°C in a safe, dry place. Never
refrigerate these solutions.

Click HERE for PQ & HSQ Kit ordering information and pictures.

https://www.mtc-usa.com/category/id/77/qualification-pq

