
Will I see any differences in my HPLC chromatography if I change to AQ
syringe filters – FAQ
If you use proper filtering techniques and a proper filter you should not see any differences in your
chromatography, CE or UV testing. Syringe filters only protect your equipment and columns and never participate
in separations or SPE.

Click HERE for syringe filters ordering information and pictures.
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