
Can the all silicone cap mats be sterilized – FAQ
Yes, the silicone cap mats can be sterilized using heat at 121°C for 15-30 minutes at 16-17 psi.

Click HERE for Silicone rubber sealing mat ordering information and pictures.

https://www.mtc-usa.com/category/id/332/plates-sealing-mats#231

